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I.  INTRODUCTION 

In  attempting  a  further  improvement  in  stellar  radiometry1  it 
was  deemed  desirable  to  inquire  first  into  the  construction  of  the 
galvanometer  which  is  one  of  the  three  important  elements  in  the 
radiometric  apparatus,  the  other  two  elements  being  the  thermo- 
couple and  the  reflecting  mirror.  As  indicated  in  the  previous 
paper,  a  further  improvement  in  the  stellar  thermocouple  will 
depend  more  upon  the  nicety  of  construction  than  upon  the  emf 
of  the  thermoelement.  New  alloys  having  a  high  thermal  emf 
and  a  high  tensile  strength  must,  of  course,  be  sought.  However, 
if  the  thickness  of  the  material  can  not  be  reduced  to  smaller 
dimensions  than  those  already  employed,  then  the  prospects  for 
greatly  increasing  the  sensitivity  of  the  thermocouple  are  not 
very  encouraging. 

A  further  increase  in  the  galvonometer  sensitivity  must  evi- 
dently be  sought  through  further  improvements  in  the  coils  and 
especially  in  the  suspended  magnet  system.  In  spite  of  all  that 
has  been  written  upon  the  construction  of  galvanometer  coils, 
wound  in  sections  of  graded  wire,  there  seemed  to  be  no  data  at 
hand  showing  the  behavior  of  the  different  sections  as  compared 

1  This  Bulletin,  11,  p.  613;  1915. 
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with  what  was  to  be  expected  from  theory.  In  fact,  part  of  the 
present  investigation  is  the  result  of  a  disagreement  between  the 
observed  and  the  theoretical  performmance  of  the  different  sec- 
tions of  several  galvanometer  coils  which  had  been  subjected  to 
test.  This  paper  gives  the  results  of  experiments  (1)  on  galva- 
nometer coils  of  various  designs,  (2)  on  various  magnet  systems, 
(3)  on  shielding  the  galvanometer  from  magnetic  disturbances, 
and  (4)  on  vacuum  galvanometers. 

The  increase  in  sensitivity  as  a  result  of  placing  the  magnet 
system  in  an  evacuated  inclosure  has  already  been  discussed,2  and 
more  precise  data  are  given  in  the  present  paper.  In  the  previous 
tests  the  instrument  could  not  be  shielded  from  magnetic  disturb- 
ances. In  the  vacuum  galvanometer,  as  it  will  be  used  in  practice, 
one  of  the  inner  shields  is  to  be  provided  with  a  cover,  so  that  it 
can  be  utilized  as  an  inclosure  which  may  be  evacuated.  The 
sensitivity  attainable  will  depend  upon  the  weight  and  upon  the 
period  that  can  be  given  to  the  suspended  magnet  system.  This 
will,  of  course,  depend  upon  the  environment  in  which  the  instru- 
ment will  be  used.  From  the  performance  of  the  instrument 
when  shielded,  as  described  on  a  subsequent  page,  it  appears  that 
magnetic  disturbances  can  be  reduced  to  a  very  small  value.  It 
is  to  be  emphasized,  however,  that  with  such  a  highly  shielded 
galvanometer  it  is  difficult  to  maintain  a  long  period  because  of 
the  necessity  of  using  powerful  control  magnets  which  must  be 
placed  close  to  the  galvanometer.  These  control  magnets  are  so 
close  that  any  slight  change  in  their  position,  or  in  the  magnetic 
force  exerted  by  them,  easily  affects  the  astaticism  of  the  needle. 

XL  EXPERIMENTAL  TESTS  OF  GALVANOMETER  COILS 
1.  TKE  FORM  OF  THE  COIL 

This  subject  has  received  so  much  discussion  that  there  seems 
to  be  little  need  for  further  remarks.  Maxwell  has  shown  that 
each  layer  of  spires  should  lie  within  the  surface  having  the  polar 
equation  r1  =d2  sin  6,  where  r  is  the  length  of  the  radius  (the  dis- 
tance from  the  magnet  of  infinitesimal  length)  making  an  angle  0 
with  the  axis  of  the  coil,  and  d  the  value  of  r  when  #=90°. 
Freudenberger 3  has  used  the  formula  r  =  p  sin  2d,  which  produces 
a  thinner  coil  than  obtained  by  using  the  original  formula.  He 
was  interested  in  a  coil  having  a  resistance  of  about  100  ohms  and 
found  that  a  coil  made  of  No.  36  B.  &  S.  wire  was  as  good  as  one 

-  This  Bulletin,  11,  p.  177;  1914.  :  Freudenberger,  Elect.  World 
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made  of  wires  of  different  diameters.  In  fact,  he  mentions  that 
coils  might  be  wound  to  the  resistance  desired,  using  No.  36  wire. 

It  has  been  shown  4  that  if  the  space  in  which  the  needle  hangs 
is  not  made  cylindrical,  the  shape  of  it  is  of  some  importance,  as 
it  is  possible  to  place  spires  in  positions  in  which  they  produce 
a  magnetic  effect  which  is  opposed  to  that  of  the  complete  coil. 

Abbot 5  has  made  theoretical  computations  of  the  force  ex- 
erted by  coils  wound  in  three  sections,  of  equal  resistance  of  graded 
wire.  The  data  published  give  the  force  exerted  by  each  section 
of  the  coil. 

No  experimental  tests  having  been  published,  the  writer  made 
tests  of  the  force  exerted  by  each  of  the  three  sections  of  a  20-ohm 
coil  (the  2 1. 1 -ohm  coil  in  Table  I),  which  had  been  wound  accord- 
ing to  theoretical  specifications  to  give  the  maximum  total  force. 

The  theoretical  data  indicated  that  the  force  exerted  should 
be  closely  the  same  for  each  section  of  this  particular  type  of 
coil.  However,  as  a  general  rule,  this  is  not  necessary  in  order  to 
obtain  a  coil  that  exerts  the  maximum  total  force.  The  results 
of  this  test  (see  Table  I)  showed  that  experimentally  (owing  to 
difficulties  in  winding  the  coils)  the  force  exerted  by  each  section 
of  the  20-ohm  coil  is  not  the  same  as  was  to  be  expected  from  theo- 
retical considerations,  and  that  the  outer  section  exerted  the 
greatest  force.  In  other  words,  the  outer  section  is  the  most 
efficient  of  the  three  components  of  this  20-ohm  coil.  The  inner 
section  was  found  to  be  the  least  efficient,  and  in  view  of  the  fact 
that  a  galvanometer  was  desired  which  had  a  lower  resistance 
than  was  obtainable  with  these  20-ohm  coils  joined  in  parallel,  it 
was  deemed  desirable  to  determine  whether  (without  making  a 
prolonged  investigation)  an  efficient  coil  could  be  found  by  trial, 
which  had  the  properties  of  the  central  and  outer  sections  of  the 
20-ohm  coil.  As  is  well  known  and  as  was  mentioned  in  a  pre- 
vious paper, 6  owing  to  the  difficulties  in  winding  fine  wires  and 
owing  to  the  large  amount  of  space  occupied  by  the  insulation 
when  using  fine  wires,  a  more  sensitive  4-ohm  coil  galvanometer 
is  to  be  expected  to  result  from  constructing  the  coils  of  heavy 
wires  (hence  of  low  resistance,  say  2.5  ohms)  which  are  joined  in 
series  than  is  to  be  expected 'to  result  from  coils  of  the  same  size 
which  are  wound  with  fine  wire  (hence  of  high  resistance,  say  10 

4  Ayrton,  Mather,  and  Sumpner,  Phil.  Mag.,  30,  p.  58;  1890. 

5  Abbot,  Astrophys.  Jour.,  18,  p.  1,  1903;  Ann.  Astrophys.  Obs.,  1,  p.  250,  1902. 

6  This  Bulletin,  11,  pp.  1S0-1S1.     (See  Fig.  9-) 
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ohms)  which  are  joined  in  series  parallel.  However,  as  will  be 
shown  presently,  these  two  kinds  of  coils  differed  but  little  in  the 
force  exerted,  although  the  wires  had  been  selected  to  give  closely 
the  same  sized  coils.  In  previous  tests  no  marked  difference  was 
found  in  galvanometers  having  20-ohm  coils  wound  in  three 
and  in  five  sections  of  graded  wire.  The  records  of  the  perform- 
ance, of  12  galvanometers  indicate  (as  mentioned  in  the  paper  just 
quoted)  that  the  greatest  advances  in  increasing  the  sensitivity 

of  the  galvanometer  are  to  be 
expected  from  improvements 
in  the  suspended  system. 

The  mandrels  used  in  wind- 
ing the  coils  were  of  two  types, 
producing  coils  of  the  form 
shown  in  Fig.  1 ,  which  shows 
a  compound  coil  wound  in 
three  sections  of  graded  wire. 
Mandrel  Xo.  2  was  tried  to 
determine  whether  a  marked 
improvement  would  result  in 
the  magnetic  field  near  the 
galvanometer  needles.  When 
using  fine  wires  for  the  inner 
section  of  the  coil,  this  form 
of  winding  (mandrel  No.  2) 
was  found  to  be  detrimental. 
In  the  coils  to  be  described 
presently  the  insulation  was  a 
single  layer  of  silk,  excepting 
in  the  0.6-ohm  coil,  which  was 
covered  with  a  double  layer  of 
silk.  The  thickness  of  the  insulation  was  about  0.043  mm,  which 
is  practically  the  same  as  used  by  Abbot  (loc.  cit.).  The  thick- 
ness of  the  various  samples  of  wire,  some  of  which  had  been  pur- 
chased (from  A.  F.  Moore,  Philadelphia)  eight  years  ago,  varied 
from  0.001  to  0.002  mm. 

2.  THE  STANDARD  COILS 

All  the  coils  investigated  were  compared  with  a  set  of  three 
coils,  which  was  used  as  a  standard.  These  three  coils  were 
mounted  securely  in  an  ironclad  support,  two  in  the  lower  part 


Fig 


-Form  of  the  coil  -when  using  different 
mandrels 


in  Bureau  of  Standards,  Vol.  13 


Cobientz)  Experimental  Tests  on  Thomson  Galvanometers 


427 


and  one  in  the  upper  position,  as  shown  in  Fig.  2.  The  coil  which 
was  to  be  compared  was  mounted  at  a  fixed  distance  opposite  the 
upper  standard  coil.  The  object  of  the  three  standard  coils  was 
to  enable  one  to  test  the  symmetry  of  the  deflections  of  the  sus- 
pended magnet  system,  which  might  be  affected  in  mounting  the 
various  coils  which  were  being  tested.  Lead  wires  from  each  coil, 
or  sections  of  a  coil,  were  connected  with  small  mercury  cups  in  a 
block  of  paraffin.  By  this  means  it  was  possible  to  send  an  electric 
current  through  any  coil  in  the  instrument.  After  mounting  a 
coil  for  comparison  the  iron  shields  were  put  in  place  and  the  mag- 
net system  was  astatized  to  give  a  single  swing  of  two  to  three 
seconds.  The  symmetry  of  the  deflections  produced  by  the  three 
standard  coils  was  not  affected  by  slight  changes  in  level.  It  was 
therefore  assumed  that  the  coils  under  examination  were  being 
intercompared  with  considerable  accuracy. 

The  details  of  construction  of  the  standard  coils  are  given  in 
Table  1.  Each  coil  was  wound  in  two  sections  and  had  a  resist- 
ance of  10.2  ohms.  The  form  of  the  coil  is  shown  in  No.  2  of 
Fig.  1.  As  shown  in  Table  1,  another  10-ohm  coil  wound,  with 
three  kinds  of  wire,  on  mandrel  No.  1,  Fig.  1,  is  17  per  cent  more 
efficient  than  the  one  which  happened  to  be  used  as  a  standard. 

TABLE  1 

Efficiency  of  Coils  of  Various  Design  as  Compared  with  a  Set  of  Standard  Coils 


Specifications  of  coils 

Force  exerted 

Efficiency 
as  compared 
with  standard 

Re- 
sist- 

Kind of 
wire 

Radii  of  sections 

Resistance 
of  sections 

Man- 
drel 

By  each  section 

Ratio; 
standard 

Test 
coils  in 
series 

Test 
coils  in 
series 

ance 

ri    r2    r3 

ri      r2'    r3      r4 

1        2       3 

1       2       3 

test 

par- 
allel 

ohms 

mm 

ohms 

0.62 

No5  22 

17.0 

0.62 

2 

4.0:1 

1.00 

2.26 

28  24 

5.  0    9. 5  16. 5 

1.  20          1. 06 

2 

1.0  1.11 

1.79:1 

1.18 

1.18 

2.43 

28  24 

1. 5    9. 0  17. 0 

1.  30          1. 13 

1 

1.  0  0.  83 

1. 73:1 

1.18 

1.18 

3.17 

28  26 

5. 0    8.  5  16. 5 

1.  07          2. 10 

2 

1.0  1.3 

1.95:1 

.92 

6.3 

28 

2. 5           15. 5 

6.3 

1 

1. 10:1 

8.6 

32  28 

2. 5    7. 0  16. 0 

2.  2            6.  4 

1 

1.  0  1.  88 

0.946:1 

1.17 

10.2 

34  28 

4.  0    6. 0  15. 5 

3. 16          7.  04 

2 

1.  0  3.  66 

Stand- 
ard coil 

10.5 

34  30  28 

2.  0    4.  3    8.  5  14.  2 

3. 1     3.6  3.8 

1 

1.  0  1. 1     1.  05 

0.  856:1 

1.17 

11.1 

30  28 

5.  0  10.  0  17.  0 

4.  2            6.  9 

2 

1.  0  1.  26 

0.922:1 

20.8 

40  36  32 

1.2    3.2    5.0    9.5 

1 

0.78:1 

21.0 

38  34  28 

1 

1.  0  1. 18  1.  26 

21.1 

38  34  28 

1.5    4.  5    7.  5  16. 5 

6.  7    7.  0  6.  8 

1 

1.  0  1.  40  1.  83 

0.622:1 
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3.  METHOD  OF  COMPARISON  OF  VARIOUS  COILS 

The  behavior  of  the  coil  under  test  was  determined  by  observing 
the  deflection  produced  by  a  given  current  as  compared  with  the 
deflection  produced  by  the  same  current  when  passed  through  the 
standard  coils.  From  tests  made  at  various  times  throughout 
this  investigation  it  was  found  that  each  one  of  the  three  standard 
coils  produced  the  same  deflections.  The  upper  standard  coil  was 
therefore  used  in  making  the  comparison.  In  Table  1  column  6  is 
given  the  force  exerted  by  different  sections  of  a  coil,  the  inner 
section,  "  No.  1 ,"  of  each  coil  being  used  as  a  standard  of  reference. 
Column  7  gives  the  force  exerted  by  the  upper  standard  coil  as 
compared  with  the  coil  under  test.  This  of  course  is  merely  an 
intermediate  step,  for  the  comparison  must  be  made  with  galva- 
nometer coils  having  the  same  resistance.  Columns  8  and  9  give 
the  desired  data,  which  will  be  discussed  on  a  subsequent  page. 
It  will  be  sufficient  to  add  that  by  efficiency  is  meant  the  ratio  of 
the  force  exerted  by  the  test  coil  as  compared  with  the  standard 
coil  (of  10.2  ohms)  when  used  under  comparable  conditions.  For 
example,  the  0.62 -ohm  coils  would  be  joined  all  in  series,  giving  a 
galvanometer  resistance  of  2.48  ohms,  while  the  standard  10. 2 -ohm 
coils  would  be  joined  all  in  parallel,  giving  a  resistance  of  2.55  ohms. 

In  the  thermopiles  described  in  previous  papers  the  elements 
were  joined  either  all  in  series,  producing  a  resistance  of  about 
9  ohms,  or  joined  two  in  series  parallel,  producing  a  resistance 
of  about  2  ohms.  Table  1  therefore  gives  the  way  in  which  the 
above  coils  would  be  used  in  connection  with  these  thermopiles. 
The  efficiency  of  each  coil  is  of  course  the  same  in  whatever  manner 
it  may  be  connected.  In  reducing  this  data,  the  force  exerted  by 
the  coil  is  assumed  to  be  proportional  to  the  square  root  of  its 
resistance.  This,  however,  is  of  minor,  importance  in  view  of  the 
fact  that  comparison  is  made  only  of  coils  having  closely  the  same 
resistance. 

4.  DISCUSSION  OF  THE  RESULTS  OF  TESTS  ON  VARIOUS  COILS 

The  results  obtained  on  the  different  coils  are  summarized  in 
Table  1 .  As  already  mentioned,  the  1  o-ohm  coils  used  as  standards 
of  comparison  happened  to  be  less  efficient  than  some  of  the  coils 
under  investigation.  From  Table  1  it  may  be  noticed  that  a 
10.5-ohm  coil  made  of  three  sizes  of  wire  (American  gauge  Nos. 
34,  30,  and  28),  an  8.6-ohm  coil  made  of  two  sizes  of  wire  (Nos. 
32  and  28),  and  a  2.4-ohm  coil  made  of  two  sizes  of  wire  (Nos.  28 
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and  24),  all  of  which  were  practically  the  same  in  size,  exert  the 
same  force,  which  is  about  18  per  cent  greater  than  the  standard. 
In  the  test  on  the  2.26-ohm  coil  both  types  of  mandrels  (Fig.  1) 
were  used  in  order  to  determine  whether  in  using  Nos.  28  and  24 
wire,  a  greater  efficiency  would  result  from  placing  the  wires 
nearer  the  center  of  the  coil.  (See  test  of  a  2.43-ohm  coil,  man- 
drel No.  1 .)  As  shown  in  Table  1  (force  exerted) ,  these  two  coils 
differ  by  only  3  per  cent  (1.79:1.73)  in  the  force  they  exerted.  It 
is  of  interest  to  note  that  in  the  2.26-ohm  coil  the  outer  section 
exerts  a  force  which  is  11  per  cent  greater  than  that  exerted  by 
the  inner  section,  while  in  the  2.43-ohm  coil  the  inner  coil 
exerts  the  greater  force.  The  latter  coil  is  the  more  efficient, 
showing  that  although  the  spires  are  nearer  the  magnets  they  do 
not  occupy  positions  in  which  they  produce  a  magnetic  effect 
which  is  opposed  to  that  of  the  complete  coil.7  The  efficiency  of 
these  types  of  coils  (2.4,  8.6,  and  10.5  ohms,  respectively)  being 
so  closely  the  same  there  is  no  choice  in  their  use  with  an  external 
resistance  of  2  or  8  ohms.  As  mentioned  elsewhere,8  a  galva- 
nometer, in  which  the  coils  have 'a  resistance  of  8  ohms,  is  the 
most  suitable  to  be  used  with  bismuth-silver  (or  copper)  thermo- 
piles which  have  a  resistance  of  about  8  ohms,  when  all  the  elements 
are  joined  in  series,  and  a  resistance  of  2  ohms  when  the  elements 
are  connected  in  series  parallel.  Comparing  the  8.6-ohm  coils 
joined  in  series  parallel  with  the  2.26-ohm  coils  connected  all  in 
series,  it  was  found  that  the  latter  arrangement  was  about  2  per 
cent  more  efficient  than  the  8.6-ohm  coils. 

The  performance  of  the  6. 3 -ohm  coil  is  of  interest  in  view  of  the 
fact  that  it  was  made  of  a  single  size  (No.  28)  wire,  to  utilize  the 
best  part  of  the  21.1-ohm  coil  previously  mentioned.  It  pro- 
duced a  deflection  of  2.67  cm;  and  under  the  same  conditions  the 
2 1. 1 -ohm  coil,  of  graded  wire,  gave  a  deflection  of  5.07  cm.  When 
used  with  an  external  resistance  of  about  6  ohms,  the  above  6.3- 
ohm  coils  would  be  joined  in  series  parallel,  thus  producing  a 
deflection  of  5.34  cm.  Similarly,  the  four  21.1-ohm  coils  would 
all  be  joined  in  parallel,  having  a  resistance  of  5.3  ohms  and  pro- 
ducing a  deflection  of  5.07  cm;  or  5.53  cm  on  the  basis  of  equal 
resistance.  There  is  therefore  but  little  difference  (only  4  per 
cent)  in  the  efficiency  of  these  two  coils.  Of  course,  a  6-ohm  coil 
of  graded  wire  may  perhaps  be  found  which  exerts  a  greater  force 
than  this  coil  which  was  made  of  a  single  size  of  wire.     However, 

7  Ayrton,  Mather,  and  Sumpner,  Phil.  Mag.,  30,  p.  58;  1890.  8  This  Bulletin,  11,  p.  132;  1914. 
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the  gain  in  the  force  exerted  by  the  6-ohm  coil  of  graded  wire  can 
not  be  expected  to  be  very  great  in  view  of  the  fact  that,  theoreti- 
cally, a  4-coil  galvanometer  of  6-ohm  coils  joined  in  series  parallel 
is  no  more  efficient  than  a  galvanometer  of  24-ohm  coils  joined  all 
in  parallel,  and  in  view  of  the  fact  that  in  practice  the  low-resistance 
coils  joined  in  series  were  found  to  be  but  little  more  efficient  than 
coils  of  four  times  this  resistance,  which  were  joined  all  in  parallel. 
Other  facts  must  also  be  considered;  for  example,  the  range  of 
proportionality  of  deflection  with  current  may  be  small  for  the 
6-ohm  coil  of  single  wire,  while  it  is  known  to  hold  over  a  wide 
range  (20  cm  deflection,  scale  at  1  m)  in  the  21.1-ohm  coil. 

The  data  on  the  21 -ohm  coils  are  of  interest  in  view  of  the 
fact  that  this  type  of  coil  has  been  extensively  used,  being  wound 
to  fit  closely  the  theoretical  specifications.  The  coil  is  in  three 
sections  of  Nos.  38,  34,  and  28  wire.  One  peculiarity  in  this 
type  of  coil  is  that  the  force  exerted  by  the  inner  section  is  from 
50  to  60  per  cent  less  than  that  exerted  by  the  outer  section, 
although  the  force  exerted  was  supposed  to  be  closely  the  same  for 
each  section.  Another  coil  of  this  type  gave  similar  results. 
That  this  is  not  due  to  the  fact  that  the  coils  were  imbedded  in 
Swedish  iron  was  proven  by  repeating  the  test  on  coils  mounted 
in  a  brass  support.  The  explanation  is  no  doubt  to  be  found 
in  the  fact  that  when  using  the  finest  wire  with  its  disproportion- 
atelv  thick  insulation  as  compared  with  a  heavy  wire,  the  resist- 
ance per  turn  of  wire  increases  much  more  rapidly  than  obtains 
in  the  heavier  wire.  The  outer  section  contains  more  than  15 
times  the  length  of  wire,  for  the  same  resistance,  and,  as  is  well 
known,  after  passing  out  a  certain  distance  from  the  center  of 
the  coil,  the  force  exerted  by  each  turn  decreases  but  little  with 
increase  in  diameter.  All  the  coils  just  described  are  from  31 
to  34  mm  in  diameter. 

The  20.8-ohm  coil  (Table  1)  is  one  of  the  earliest  designs  worked 
with  bv  the  writer.9  This  coil  has  a  rather  small  diameter  and  its 
performance  is  poor.  The  proportionality  of  deflection  to  current 
does  not  obtain  for  deflections  greater  than  6  to  7  cm.  This 
coil  gave  a  deflection  of  4.05  cm  under  the  same  conditions  as 
obtained  in  the  test  of  the  21.1-ohm  coil  (33  mm  diameter)  which 
gave  a  deflection  of  5.15  cm.  In  other  words,  the  21.1-ohm 
coil  was  27  per  cent  more  efficient  than  the  smaller  sized  coil 
having  the  same  resistance.  This  had  already  been  found  from 
tests  on  a  complete  galvanometer  containing  the  small  coils  and 

-  This  Bulletin,  4,  p.  392,  190S;  Mendenhall  and  Waidner,  Amer.  Jour.  Sci.  (4),  12,  p.  249.  1901. 
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a  more  suitable  magnet  system  as  compared  with  the  21.1-ohm 
coils  (Fig.  2,  the  opened  galvanometer  to  the  right  in  this  photo- 
graph) which  were  used  with  the  vacuum  thermocouples  used 
in  measuring  the  radiation  from  stars.  The  foregoing  data  are 
necessarily  of  a  preliminary  nature  in  view  of  the  numerous 
factors  which  enter  into  the  design  of  efficient  galvanometer 
coils.  The  chief  aim  in  the  present  communication  is  to  call 
attention  to  the  disagreement  between  certain  theoretical  speci- 
fications and  the  results  obtained  by  experiment,  which  empha- 
sizes the  importance  of  further  investigations. 

III.  COMPARISON  OF  ASTATIC  MAGNET  SYSTEMS 

Various  experimenters  have  made  tests  on  the  lengths  of  the 
magnets  to  be  used  in  a  galvanometer  suspension,  and  the  con- 
clusion arrived  at  is  that  the  magnets  should  be  from  1.5  to  2 
mm  in  length.  The  tests  from  which  these  conclusions  were  drawn 
were  made  on  single  magnets.  In  view  of  the  fact  that  the 
size  of  the  mirror  is  a  very  important  factor  in  determining  the 
sensitivity,  it  was  deemed  of  importance  to  make  tests  on  com- 
plate  magnet  systems  in  which  the  mirrors  were  of  the  same  size 
and  thickness10  and  only  the  lengths  of  the  magnets  were  varied. 
Each  system  consisted  of  two  groups  of  magnets  (tungsten  steel 
"glass  hard"  magnetized  in  a  c  u  shaped  device  after  mount- 
ing), four  magnets  in  each  group,  the  width  of  each  magnet  being 
about  0.25  mm  and  the  thickness  being  about  0.1  mm. 

In  one  system  (Fig.  3,  A  A  A),  the  magnets  were  2  mm  long; 
in  the  other  system  the  magnets  were  4  mm  long.  (Fig.  3, 
X  X  X ) ,  and  the  latter  gave  only'  about  two-thirds  the  deflec- 
tion of  the  former  for  the  same  stimulus.  In  this  test  the  mirrors 
were  2.0  by  2.8  mm.  In  another  suspension  having  needles  2.2 
mm  long  and  having  mirror  3  mm  diameter  the  sensitivity  (Fig. 
3,  O  O  O)  is  the  same  as  for  the  long  needles.  In  other  words, 
the  large  mirror  reduces  the  sensitivity  by  about  30  per  cent. 

In  another  suspended  system  of  magnets  a  decrease  in  sensi- 
tivity of  over  20  per  cent  was  introduced  by  substituting  a  mirror 
2.5  mm  in  diameter  for  one  which  was  1.5  by  2.5  mm.  In  the 
latter  the  longer  edge  was,  of  course,  placed  vertically  in  order  to 
reduce  the  inertia. 

In  Fig.  2  are  shown  several  astatic  magnet  systems.  The  largest 
one  contains  eight  magnets  (in  two  groups)  each  one  of  which 
is  2  mm  in  length.     The  mirror  is  rotated  900  from  its  true  posi- 

10  This  Bulletin,  11,  p.  177;  1914.     "'Galvanometer  Mirrors." 
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tion  to  show  its  size.  The  distance  between  the  two  sets  of  mag- 
nets is  35  mm.  The  next  to  the  largest  magnet  system  belongs  to 
the  galvanometer  to  the  right  in  the  photograph.  It  was  used  in 
measuring  the  heat  from  stars.  The  smallest  magnetic  system 
(magnets  i  mm  long)  was  used  with  the  20.8-ohm  coils  (just  de- 
scribed) ,  which  were  20  mm  in  diameter. 


jirr,"»  U 8 10         is.  ssg. 

Fig.  3. — Variation  of  sensitivity  with  length  of  needle 

IV.  TEST  OF  SHIELDING  AGAINST  MAGNETIC 
DISTURBANCES 

The  greatest  advances  in  the  improvement  of  the  Thomson  gal- 
vanometer in  recent  years  have  resulted  from  providing  it  with  a 
suitable  protection  against  magnetic  perturbations  and  air  cur- 
rents. The  latter  can,  of  course,  be  eliminated  by  placing  the  in- 
strument in  an  evacuated  inclosure  (which  procedure  increases 
the  sensitivity)  but  new  difficulties  are  then  encountered.  In  the 
present  design,  in  which  the  coils  are  embedded  in  blocks  of  Swed- 
ish iron,  there  is  but  little  air  space,  and  the  unsteadiness  of  the 
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galvanometer  needle  by  air  currents  is  eliminated.  In  such 
an  instrument  a  current  sensitivity  of  i  =  2X  io-10  amperes  (scale 
at  2  m)  is  easily  maintained. 

From  a  theoretical  standpoint  Wills11  has  shown  that,  given  the 
innermost  and  outermost  radii  of  the  system  of  three  concentric 
hollow  spheres  or  cylinders,  the  maximum  shielding  will  be  ob- 
tained when  the  inner  and  outer  radii  of  the  successive  shells,  and 
the  air  spaces  separating  them  are  in  the  same  geometrical  progres- 
sion. Using  transformer  iron  one  could  easily  make  up  cylinders 
according  to  these  specifications. 

In  practice  it  has  been  found  desirable  to  use  as  much  metal  as 
possible  and  to  place  the  iron  shields  as  close  as  possible  to  the 
coils.  In  the  earliest  designs  12  the  writer,  following  the  custom 
then  in  vogue,  mounted  the  coils  in  a  brass  frame  (having  an  ex- 
cessive air  space)  surrounded  with  wrought-iron  gas  pipe  30  cm  in 
length,  7,  10,  15,  and  20  cm  in  diameter,  and  4  to  6  mm  in  thick- 
ness. The  smallest  of  these  shields  caused  disturbances,  due  to 
permanent  magnetization,  and  was  discarded.  The  shielding  was 
improved  by  adding  a  cylinder  made  of  transformer  iron  (about 
20  cm  high  and  9  cm  in  diameter;  8  turns;  thickness  0.4  mm)  and 
a  large  outside  shield  32  cm  in  diameter.  This  proved  effective 
for  a  while,  but,  the  magnetic  disturbances  in  the  vicinity  of  the 
laboratory  becoming  greater,  the  brass  mounting -was  discarded 
and  the  coils  were  embedded  in  Swedish  iron.13  The  fluctuation 
of  the  zero  reading  on  the  galvanometer  scale  is  shown  in  Fig.  4 
(dotted  curve  represents  a  second  series  of  observations) ,  when  the 
coils  were  in  a  brass  mounting  (galvanometer  No.  1),  the  shields 
consisting  of  the  ''inner  shield"  of  transformer  iron  (about  16 
turns;  thickness  0.4  mm)  and  four  cylinders  of  iron  pipe,  12,  15, 
20,  and  32  cm,  respectively,  in  diameter.  In  Fig.  5  is  shown  the 
fluctuation  of  the  zero  scale  reading  of  galvanometer  No.  2,  con- 
sisting of  the  Swedish-iron  mounting,  the  so-called  inner  shield  of 
transformer  iron  (9  cm  in  diameter,  6  mm  in  thickness;  about 
16  turns;  thickness  0.4  mm),  and  a  cylinder  of  single  thickness  of 
soft  iron  pipe  20  cm  in  diameter.  (See  Table  2.)  The  observa- 
tions on  these  two  galvanometers,  which  stood  side  by  side,  were 
made  in  close  succession,  i.  e.,  observations  were  made  for  three 
minutes,  alternately,  upon  each  galvanometer.  They  illustrate 
the  much  greater  steadiness  of  the  suspended  needle  system  when 
in  the  ironclad  (Swedish-iron)  mounting.     The  next  step  was  to 

11  Wills,  Phys.  Rev.,  24,  p.  243;  1907.  13  This  Bulletin,  9,  p.  61,  1912;  11,  p.  132,  1914. 

12  This  Bulletin,  4,  p.  392;  1908. 
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add  further  shields  to  the  ironclad  mounting  and  cover  the  top 
with  a  layer  of  transformer  iron  about  5  mm  in  thickness.  The 
complete  shielding  outfit  of  this  galvanometer  consisted  of  the 
Swedish-iron  mounting,  the  "inner  shield"  of  transformer  iron, 
and  the  iron  cylinders  12,  15,  20,  and  32  cm  in  diameter.     As 


Fig.  4. — Fluctuation  of  galvanometer  needle  u-hen  mounted  in  a  brass  frame  and  shielded 
with  several  cylinders  of  gas  pipe 

shown  in  Fig.  6,  the  fluctuations  in  the  zero  scale  reading  are 
reduced  to  0.2  mm,  the  galvanometer  sensitivity  being  i=  5  X  10-10 
ampere  and  the  complete  period  being  less  than  three  seconds. 
From  this  it  may  be  seen  that  in  view  of  the  fact  that  only  a  few 
seconds  of  time  are  required  to  make  a  reading,  one  can  easily 
obtain  plentv  of  good  observations  without  being  obliged  to  make 
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&     MINUTES 


FiG.  5. — Fluctuation  of  zero  reading  of  the  needle  in  an  ironclad  mounting,  surrounded 
with  one  cylinder  of  gas  pipe  20  cm  in  diameter 


mm 


9   riisiu-rES 


Fig.  6. — Fluctuation  of  the  zero  reading  of  ironclad  galvanometer  Xo.  2  when  all  the 

shields  were  in  place 
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measurements  when  the  zero  is  unsteady.  From  the  behavior 
illustrated  in  Fig.  6  it  is  evident  that  ordinary  magnetic  disturb- 
ances can  be  greatly  reduced  and  that  the  Thomson  galvanometer 
can  be  given  a  much  wider  application  than  has  been  possible  here- 
tofore. 

The  determination  of  the  numerical  value  of  the  shielding  was 
made  on  another  ironclad  galvanometer  which  is  a  duplicate  of 
Xo.  2,  just  described.  The  test  was  made  with  a  single  magnet, 
2  mm  long,  attached  to  a  glass  rod  which  held  also  the  mirror. 
This  magnet  was  suspended  in  a  glass  tube  provided  with  a  plane 
glass  window.  This  glass  tube  rested  upon  the  concrete  base 
which  supported  the  galvanometer  and  shields.  The  latter  were, 
of  course,  temporarily  removed  and  the  magnet  was  suspended 
at  the  same  height  from  the  support  as  obtained  when  it  was  sus- 
pended in  the  ironclad  (Swedish-iron)  mounting.  The  deflecting 
field  was  produced  by  an  electric  current  passed  through  a  solenoid 
about  31  cm  long,  5.5  cm  in  diameter,  and  containing  about  280 
turns  of  Xo.  16  wire.  This  solenoid  was  at  right  angles  to  the 
magnetic  meridian  and  was  placed  at  the  base  of  the  galvanome- 
ter support,  at  a  distance  of  about  42  cm  from  the  needle.  A 
control  magnet  was  used  to  give  the  needle  a  single  swing  of  two 
seconds  under  which  conditions  a  current  of  0.04  ampere  through 
the  solenoid  produced  a  deflection  of  over  250  mm  when  the 
magnet  needle  was  in  the  unshielded  glass  tube.  The  glass  tube 
was  then  replaced  by  the  ironclad  (Swedish-iron)  support,  "I.C.," 
and  the  needle  was  suspended  therein.  Using  a  single  swing  of 
two  seconds  the  0.04  ampere  through  the  solenoid  produced  a 
deflection  of  only  about  25  mm.  In  other  words,  the  shielding 
ratio  was  10.  This  is  on  the  basis  that  the  shielding  ratio  is 
di  t2  i2  +  d2  U  i\  where  1U  du  ix  are  the  time  of  vibration  and  the 
deflection  for  a  current  i,  in  the  solenoid  for  the  unshielded  needle 
and  t2,  d-2,  h  are  the  corresponding  quantities  when  the  needle 
was  shielded  by  the  ironclad  mounting.  It  was  previously  proven 
experimentally  that  for  a  given  current,  the  deflection  was  pro- 
portional to  the  time  of  vibration  of  the  needle. 

The  so-called  inner  shield  ("I.  S."  in  Table  2)  was  then  put  in 
place,  when  a  current  of  0.04  ampere  (a  larger  current  was  used 
when  all  the  shields  were  in  place)  through  the  solenoid  produced 
a  deflection  of  only  4.2  mm,  which  is  equivalent  to  a  shielding 
ratio  of  58.  This  was  verified  the  following  day.  giving  the  mean 
values  assembled  in  Table  3.     The  additional  shields  to  this  gal- 
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vanometer  consisted  of  five  cylinders  of  extra  heavy  wrought- 
iron  gas  pipe,  25.5  cm  in  height  and  increasing  in  diameter  from 
12  cm  for  5j  to  22  cm  for  S5,  as  shown  in  Table  2.  From  the 
data  given  in  Table  3  it  is  to  be  observed  that  the  addition  of  one 
cylinder  of  wrought  iron,  Slf  produced  a  shielding  ratio  of  226; 
and  that  it  required  the  complete  set  of  five  shields  in  order  to 
produce  a  shielding  ratio  of  about  1700.  Covering  the  top  of 
these  shields  with  three  sheets  of  transformer  iron  increased  the 
shielding  ratio  to  about  1800. 

TABLE  2 

Dimensions  of  Swedish  Iron  Mounting,  I.  C,  and  of  Various  Shields  of  Gas  Pipe 

lOutside  dimensions  of  ironclad  mounting,  I.  C,  4.8  by  5.0  by  9  cm.    Length  of  all  shields,  25.5  cm,  except 
the  inner  shield,  I.  S.,  which  was  16.5  cm  in  height.] 


Shield 

Inner 
diameter 

Thickness 
of  wall 

Extra  heavy: 

I.  S 

mm 
78 
121 
146 
165 
193 
220 

128 
156 
180 
205 
228 

mm 
7 

9.5 
8.5 
11.5 
11.5 
13.0 

6 

7 

7.5 
7 
8 

Si 

s2 

S3 

S4 

s5 

Single  thickness : 
Si 

S2 

S3 

S4... 

S5 

TABLE  3 

Reduction  in  the  Magnetic  Disturbance  of  the  Magnet  Needle  (the  "Shielding  Ratio") 
by  Inclosing  it  in  Various  Cylinders  of  Extra  Heavy  Wrought  Iron.     (See  Table  2) 


Kind  cf  shield 

Shielding 
ratio 

Ironclad  mounting,  I.  C 

I.  C.+I.  S.  ("inner  shield") 

10.1 

57.5 

226.0 

373.0 

675.0 

1690.  0 

1790.  0 

1040.0 

18.0 
71.0 

I.  C.+I.  S.+Si 

I.  C.+I.  S.+S1+S2 

I.  C.+I.  S.+S1+S-2+S3 

I.  C.+I.  S.+Si+So+S3+S4+S5 

Ibid,  covered  with  3  sheets  of  trans- 
former iron 

I.  C.+I.  S.+S1+S2+S3+S4+S5  (all  of 
single  thickness) 

Using  an  astatic  system: 

I.C 

I.  C.+I.S 
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Using  five  cylinders  of  single  thickness  see  Table  2  for  thickness 
of  material)  wrought-iron  gas  pipe,  instead  of  the  same  number 
of  extra  heavy  cylinders  just  described,  the  shielding  ratio  was 
only  about  one-half  as  large.  This  shows  the  importance  of  using 
the  heaviest  shields  that  can  be  obtained..  The  total  weight  of 
iron  in  mis  galvanometer  when  using  the  extra  heavy  iron  shields 
was  over  64  kgs. 

The  shielding  apparently  only  one-half  that  attained  by 

and  Williams,14     It  is  to  be  noted,  however,  that  they 
reduced  their  observations  on  the  basis  that  the  deflection  pro- 
duced is  proportional  to  the  square  of  the  time  ::  ion.     In 
the  present  test  with  all  the  shield    inpk            i  time  of  vibration 
swing)  happened  to  be  four  seconds  instead  of  two  sec- 
'Teh  obtained  when  the  mac:            :  in  the  unshielded  glass 
;-.     On  the  basis  that  the  deflection  is  proportional  to  the 
square  of  the  period  (which  is  true  only  for  a  vacuum  galvanome- 
ter   the  shielding  ratio  would  be  four  times  the  value  recorded. 
From  all  the  experimental  data  at  hand,  concerning  the  time  of 
lg  of  a  galvanometer  needle  in  air,  the  reduction  of  observa- 
tions on  the  basis  of  the  square  of  the  period  is  erroneous.     In  this 
test  conditions  were  closely  the  same   is  those  which  obtain  in 
practice,  exceptive  that  an  astatic  system  is  less  easily  perturbed 
than  a  single  needle.     From  the  experimental  work  of  Nichols 
and  "Williams  the  shielding  ratio  would  be  greatly  increased  by 
annealing  the  iron  cylinders.     In  the  present  test  the  cylinders 
were  not  annealed. 

In  view  of  the  fact  that  this  shielding  test  was  not  applied  to 

galvanometer  Xo.  2  (Fig.  6)  it  may  be  added  that  its  zero  reading 

is  as  steady  as  the  new  galvanometer,  showing  that  its  shielding 

viricient  in  the  present  location,  although  it  can  not  be  as 

rive  as  the  new  combination  which  employs  the  extra  wrought- 

iron  c y Under  s  just  iescri  b ed . 

V.  TEST  OF  A  VACUUM  GALVANOMETER 

In  a  previous  paper  15  experiments  were  described  on  the  behav- 
ior of  a  certain  galvanometer  suspension  in  a  vacuum  of  less  than 
0.1  mm.  in  which  the  sensitivity  was  not  proportional  to  the 
square  of  the  period,  as  was  supposed  to  obtain  when  the  air 
damping  is  removed.  Evidently  there  was  considerable  damping 
by  the  residual  air.  It  was  therefore  of  interest  to  make  a  further 
test  on  a  very  light  rrv  gnet  system  in  a  high  vacuum  produced  by 

V".    .  p-y=    Rev     V    c     :;:     :V  -:   IT  his  Bulletin    11,  p.  :"     :::_ 
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removing  the  residual  air  by  means  of  hot  metallic  calcium. 
Furthermore,  it  was  of  interest  to  make  the  test  on  a  single  set  of 
magnet  needles  instead  of  an  astatic  system,  in  view  of  the  excel- 
lent magnetic  shielding  just  described,  which  makes  it  possible 
to  dispense  with  the  astatic  system  of  magnet  needles.  In  the 
test  just  described  on  magnetic  shielding,  it  was  noticed  that  the 
single  set  of  magnet  needles  was  practically  as  well  shielded  as 
the  astatic  system  consisting  of  two  sets  of  magnet  needles.  The 
obvious  advantages  in  using  a  single  set  of  magnet  needles  are  (1) 
the  requirement  of  but  two  galvanometer  coils  and  (2)  the  reduc- 
tion of  the  weight  of  the  magnet  system ;  thus  practically  doubling 
the  sensitivity.  Theoretically,  of  course,  each  set  of  magnets  in 
an  astatic  system  is  affected  by  the  current  in  the  adjacent  coils, 
thus  increasing  the  deflection.  Hence,  one  set  of  magnet  needles 
would  not  be  so  efficient  magnetically  in  spite  of  the  increase  in 
sensitivity  due  to  decrease  in  weight.  In  other  words,  the  sensi- 
tivity would  not  be  quite  doubled  by  simply  removing  one  set  of 
magnets  from  the  astatic  system.  Owing  to  mechanical  difficul- 
ties in  construction  it  is  frequently  found  difficult  to  obtain  agree- 
ment between  theory  and  practice.  However,  in  the  present  case 
there  is  a  close  agreement  with  theory.  It  will  be  shown  presently 
that  the  single  set  of  magnets,  in  an  astatic  pair,  is  not  quite  twice 
as  efficient  (sensitive)  as  the  astatic  pair. 

In  the  experiments  now  to  be  described  the  sensitivity  of  an 
astatic  system  in  air  was  determined  for  different  periods.  The 
lower  set  of  magnets  was  then  removed  (see  Fig.  2  for  photographs 
of  astatic  magnet  systems)  and  the  sensitivity  was  again  tested 
for  different  periods.  In  both  tests  only  the  two  upper  (21 -ohm) 
coils  of  the  galvanometer  previously  employed  in  measuring  heat 
from  stars  (Fig.  2)  were  used.  The  coils  were  joined  in  parallel 
giving  a  resistance  of  about  10  ohms.  A  still  higher  sensitivity 
than  was  attained  in  the  present  tests  is  to  be  expected  by  using 
two  coils  of  low  resistance  joined  in  series. 

For  making  the  test  in  a  vacuum  the  galvanometer  was  placed 
on  a  ground  glass  and  covered  with  a  glass  bell  jar  about  9  cm  in 
diameter,  which  prevented  the  use  of  the  " inner  shield"  of  trans- 
former iron.  However,  the  other  shields  of  soft  wrought-iron  gas 
pipe  were  sufficient  to  quite  effectively  shield  the  single  set  of 
magnets. 

The  vacuum  was  maintained  by  means  of  metallic  calcium  18 
in  a  quartz-glass  test  tube,  heated  with  an  alcohol  lamp.     This  was 

"  This  Bulletin,  11,  p.  1S5;  1914. 


44°  Bulletin  of  the  Bureau  of  Standards  ivd.  13 

of  course,  merely  a  temporary  arrangement  for  making  this  test. 
The  vacuum  galvanometer  for  star  work  will,  of  course,  be  properly 
designed  as  the  results  of  these  various  tests. 

The  astatic  system  of  magnets  used  in  these  tests  consisted  of 
two  groups  of  magnets.  Each  group  consisted  of  four  magnets 
from  1.4  to  1.6  mm  in  lenght,  0.25  mm  in  width,  and  0.1  mm  in 
thickness.  The  glass  staff  was  0,1  mm  in  thickness.  The  two 
groups  of  magnets  were  29  mm  apart;  and  the  glass  mirror  was 
attached  at  the  center  of  the  staff.  This  glass  mirror  was  plati- 
nized by  cathode  disintegration.  It  was  made  from  especially 
prepared  glass  17  0.15  mm  in  thickness.  Its  surface  was  1.3  mm 
by  1.6  mm.  By  using  a  telescope  with  a  very  good  eyepiece,  a 
still  smaller  mirror  could  be  used.  In  photographic  registration 
a  much  smaller  mirror  could  be  used,  thus  increasing  the  sensi- 
tivity. 

The  current  used  to  excite  the  galvanometer  was  i=  1.45  X  io-8 
amperes.  This  produced  the  deflections  shown  in  curve  1,  Fig.  7, 
the  scale  being  at  1.4  m.  Using  this  suspension  the  deflection  is 
directly  proportional  to  the  period,  as  reported  in  previous  papers, 
when  using  heavy  suspensions  in  air. 

On  removing  the  lower  set  of  magnets,  the  weight  of  the  suspen- 
sion (which  was  now  about  1 .8  mg)  was  so  much  reduced  that  slight 
tremors  were  noticeable.  As  shown  in  curve  2,  Fig.  7,  the  sensi- 
tivity was  about  doubled  by  removing  the  lower  set  of  magnets. 
This  curve  gives  observations  made  on  two  different  days,  the  values 
being  slightly  lower  on  the  second  day.  The  air  damping  is  very 
marked  as  shown  by  the  curvature  in  the  graph. 

On  reducing  the  air  pressure  to  about  o.  1  mm  the  sensitivity  of 
this  set  of  magnets,  for  a  two-second  swing  is  2.5  times  that  of  the 
astatic  system.  Finally,  by  removing  the  residual  air  by  heating 
the  metallic  calcium,  the  sensitivity  is  proportional  to  the  square 
of  the  period  (curve  3,  Fig.  7),  so  that  by  changing  the  time  of 
single  swing  from  two  seconds  to  six  seconds  the  sensitivity  is 
increased  from  i  =  gXio~11  amperes  to  i  =  iXio_u  amperes. 
The  previous  work  on  stars  indicated  that  a  single  swing  of  five  to 
six  seconds  is  easily  controlled. 

With  all  the  air  removed  a  new  difficulty  arises  from  the  lack  of 
damping  of  the  galvanometer  needle,  which  keeps  swinging  back 
and  forth  10  to  15  times  before  coming  to  rest.  In  practice  it 
may  therefore  be  better  to  have  a  small  amount  of  air  present  for 

17  This  Bulletin,  11,  p.  177;  1914. 
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damping,  instead  of  providing  other  means  for  bringing  the  needle 
to  rest. 

The  performance  of  the  galvanometer  suspension  used  in  1914 
in  measuring  the  radiation  from  stars  ]8  is  shown  in  curve  5,  Fig.  7, 


0  I  Z  3  ¥  S  6  Sec. 

Fig.  7. — Test  of  current  sensitivity  of  a  galvanometer  in  air  and  in  a  vacuum 

the  time  of  single  swing  being  about  three  seconds  and  the  sensi- 
tivity being  about  i  =  2Xio-10  amperes  for  a  scale  at  2  m.  The 
sensitivity  of  that  suspension  in  air  is  therefore  somewhat  (20  per 
cent)  higher  than  the  one  used  in  the  present  test.     Hence,  using 

18  This  Bulletin,  11,  p.  613;  1915- 
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only  one  set  of  magnets  of  this  astatic  pair,  a  still  higher  sensi- 
tivity is  to  be  expected  than  was  attained  with  the  suspended 
system  just  described. 

From  the  foregoing  tests  it  is  evident  that  the  sensitivity  of  this 
outfit  is  about  10  times  (for  the  same  swing)  that  used  in  the 
preceding  measurements  of  heat  from  stars.  This  was  accom- 
plished by  using  a  lighter  suspension  in  a  vacuum.  It  is  to  be 
remembered,  however,  that  a  lighter  suspension  had  been  pro- 
vided for  the  previous  work,  but  not  having  a  separate  pier  for  the 
galvanometer  no  attempt  was  made  to  use  a  higher  sensitivity 
than  i  =  1  x  io-10  amperes. 

These  tests  are,  of  course,  only  preliminary  and  of  a  cursory 
nature.  By  concentrating  one's  efforts  upon  the  vacuum  galva- 
nometer as  it  will  be  used  (by  trying  various  suspensions)  it  ap- 
pears possible  to  produce  a  sensitivity  of  ^  =  5  x  io~12  amperes  on 
a  single  swing  of  five  to  six  seconds,  so  that  by  reading  to  a  frac- 
tional part  of  a  scale  division  one  can  observe  deflections  caused 
by  currents  of  the  order  of  1  X  io~12  amperes.  Such  a  high  sensi- 
tivity is  possible  with  the  set  of  magnets  used  in  the  present  test 
by  lengthening  the  time  of  swing  from  eight  to  nine  seconds. 
The  general  experience  in  radiometric  work  is  that,  at  certain 
times,  meteorological  conditions  are  sufficiently  steady  so  that  the 
time  of  single  swing  of  the  galvanometer  can  be  increased  to  12 
or  15  seconds  (observations  on  curve  2,  Fig.  7,  were  made  on  a 
single  swing  of  16  to  17  seconds),  thereby  enabling  one  to  obtain 
a  sensitivity  of  t  =  iXio-12  amperes,  and,  by  reading  fractional 
parts  of  a  scale  division,  5  X  io-13  amperes. 

For  controlling  such  a  high  sensitivity  it  will  be  necessary  to 
design  the  instrument  so  as  to  shield  it  from  static  changes  such  as 
were  observed  in  the  previous  measurements  of  stellar  radiation, 

In  the  previous  paper,19  giving  the  measurements  on  the  radia- 
tion from  stars,  the  conclusion  arrived  at  was  that  it  is  desirable 
to  increase  the  sensitivity  of  the  stellar  radiometer  20  times;  by 
increasing  the  sensitivity  of  the  thermopile  2  times  and  the  gal- 
vanometer 10  times.  The  foregoing  experiments  indicate  the 
manner  in  which  the  galvanometer  sensitivity  may  be  easily  in- 
creased by  10  to  15  times  that  used  in  the  previous  investigation. 

19  This  Bulletin,  11,  p.  613;  1915. 
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VI.   SUMMARY 

The  present  paper  gives  the  results  of  an  investigation  of  the 
force  exerted  by  various  galvanometer  coils  as  compared  with  a 
set  of  three  coils  used  as  standards.  Some  of  the  coils  were  wound 
according  to  theoretical  requirements,  while  others  were  wound 
empirically.  Numerical  data  are  given  relating  to  the  force 
exerted  by  coils  having  various  resistances.  A  simple  coil  is 
described,  wound  with  a  single  size  of  wire  (No.  28)  which  was 
found  to  be  very  efficient. 

A  9-ohm  coil  (see  test  on  the  8.6-ohm  coil)  is  described  which  is 
very  efficient  and  is  well  adapted  to  be  used  with  the  bismuth- 
silver  thermopiles  previously  described. 

A  comparison  is  made  of  various  astatic  magnet  systems  and 
data  are  given  showing  the  importance  of  using  small  mirrors  in 
order  to  increase  the  sensitivity. 

Experiments  are  described  on  shielding  the  galvanometer  needle 
from  external  magnetic  disturbances.  The  galvanometer  coils  are 
mounted  in  cavities  cut  into  blocks  of  Swedish  iron,  which  reduce 
the  air  space  and  act  as  a  magnetic  shield.  This  elimination  of 
convection  currents  greatly  improves  the  steadiness  of  the  needle 
system.  Various  shields  are  described,  consisting  of  laminated 
cylinders  made  from  transformer  iron  and  solid  cylindrical  shells 
cut  from  wrought-iron  gas  pipe.  By  imbedding  the  galvanometer 
coils  in  blocks  of  Swedish  iron  which  are  surrounded  by  cylindrical 
shells  of  transformer  iron  and  of  wrought  iron,  the  effect  of  exter- 
nal magnetic  perturbations  upon  the  astatic  needle  system  is  easily 
reduced  to  1/2000  of  its  original  value. 

Experiments  on  a  vacuum  galvanometer  are  described,  in  which 
a  sensitivity  was  attained  which  is  more  than  tenfold  that  used 
in  the  writer's  previous  work  on  stellar  radiation. 

Washington,  October  8,  191 5. 
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NOTE  I.     MOUNTING  FOR  VACUUM   THERMOPILES 

The  object  of  this  note  is  to  summarize  some  of  the  results 
given  in  previous  papers  on  thermopiles  and  to  describe  a  new 
mounting  for  vacuum  thermopiles. 

During  the  past  few  years  there  has  arisen  a  need  for  a  sensitive 
radiometer  for  measuring  light  stimuli  which  are  used  in  various 
physical.,  physiological.,  and  psychological  problems.  The  instru- 
ment must  be  simple  in  operation  so  that  it  can  be  used  by  expe- 
rimenters who  have  had  but  little  experience  in  radiometry.  The 
linear  thermopile  of  bismuth  20  with  connecting  wires  of  copper  or 
silver  was  designed  with  the  view  of  supplying  this  need  of  a  sensi- 
tive radiometer  which  can  be  operated  in  air,  thus  avoiding  an 
additional  equipment  for  maintaining  a  vacuum.  However,  as 
mentioned  in  previous  papers,  the  linear  thermopile  is  not  an  effi- 
cient instrument  in  comparison  with  a  single  thermo junction. 
For  example,  a  linear  thermopile  of  16  junctions  is  only  four  times 
as  sensitive  as  a  single  junction  of  this  same  instrument.  In  a 
vacuum,  such  as  one  can  easily  produce  with  an  oil  pump,  the 
sensitivity  of  the  linear  thermopile  is  doubled,  so  that,  by  reduc- 
ing the  gas  pressure  to  0.005  to  0.01  mm,  the  sensitivity  of  the 
linear  thermopile  is  from  eight  to  ten  times  that  of  a  single  junc- 
tion of  bismuth- silver  (or  copper)  in  air. 

Copper  or  silver  connecting  wires  are  used  in  the  linear  thermo- 
pile in  order  to  maintain  a  low  resistance.  vHien  using  a  single 
thermocouple  the  resistance  is  of  minor  importance.  It  is  there- 
fore possible  to  increase  the  radiation  sensitivity  of  the  thermo- 
junction  by  using  a  metal  which  has  a  lower  heat  conductivity 
than  copper  or  silver.  In  the  thermocouples  used  in  measuring 
heat  from  stars  21  the  radiation  sensitivity  was  doubled  by  con- 
necting the  bismuth  with  platinum  instead  of  silver  wire.  The 
radiation  sensitivity  of  the  bismuth-platinum  thermocouple  was 
further  increased  four  to  five  times  when  it  was  used  in  a  vacuum 
maintained  by  means  of  metallic  calcium,  so  that  the  total  radia- 
tion sensitivity  was  about  ten  times  that  of  a  single  bismuth-silver 

-    This  Eulletin,  9,  p.  -,  1912;  11,  p.  132,  1914.        ::  This  Bulletin,  11,  p.  rif.  :;:^:  11,  p.  613,  1915. 
444 


Cobientz)         Experimental  Tests  on  Thomson  Galvanometers  445 

thermo junction  used  in  air.  In  other  words,  this  single  junction 
of  bismuth-platinum,  in  a  high  vacuum,  was  about  twice  as  sensi- 
tive as  a  linear  thermopile  in  air,  having  16  junctions  of  bismuth- 
copper  (or  silver)  and  having  sixteen  times  the  receiving  surface. 
However,  greater  care  is  required  in  operating  the  vacuum  ther- 
mocouple. 

The  method  of  construction  of  a  radiometer  depends  entirely 
upon  the  manner  in  which  the  instrument  is  to  be  applied.  The 
most  common  use  of  a  thermopile  is  no  doubt  in  connection  with 
spectral  energy  measurements,  and  the  present  discussion  has 
reference  to  this  particular  application.  As  mentioned  in  previ- 
ous papers,  but  little  work  has  been  done  on  the  radiation  from 
solids  and  gases  in  the  visible  and  ultra-violet  part  of  the  spec- 
trum. This  is  attributable  chiefly  (1)  to  the  low  intrinsic  bril- 
liancy of  most  of  the  present-day  illuminants,  (2)  to  the  low  light- 
gathering  power  of  the  telescopes  used  in  t£ie  spectrometers,  and 
(3)  to  the  low  sensitivity  of  the  radiometers.  The  amount  of 
energy  to  be  measured  is  defined  by  the  width  and  height  of  the 
spectrum.  By  using  a  curved  radiometer  slit  which  fits  the 
curvature  of  the  image  of  the  spectroscope  slit  it  is  possible  to 
utilize  a  greater  height  of  the  spectrum  than  is  possible  with  the 
slits  which  are  usually  supplied  by  makers  of  spectroscopic  appa- 
ratus, and  the  amount  of  radiant  energy  available  is  proportion- 
ately increased.  In  cases  where  the  absorption  of  the  mirror  is 
negligible  or  where  corrections  can  be  applied  to  the  energy 
measurements  it  is  more  efficient  to  use  a  single  thermoj  unction 
and  concentrate  the  whole  spectral  line  upon  it  by  means  of  a 
concave  cylindrical  mirror  than  to  use  a  linear  thermopile  which 
intercepts  the  whole  length  of  the  spectrometer  slit.22  By  this 
means  one  will  obtain  about  sixteen  times  the  sensitivity  of  a  single 
thermoj  unction,  whereas  a  sensitivity  (a  galvanomer  deflection) 
of  only  four  times  that  of  a  single  junction  would  be  produced  by 
a  linear  thermopile  of  16  junctions  which  intercepted  all  the  radia- 
tions falling  upon  the  spectrometer  slit. 

The  thermopile,  while  more  steady  than  a  bolometer,  is  not 
entirely  free  from  disturbances  by  air  currents.  It  is  therefore 
desirable  to  use  it  in  a  well-constructed  chamber  which  can  be 
evacuated.  This  increases  both  the  steadiness  of  the  galvanom- 
eter readings  and  the  sensitivity  of  the  radiometer.  It  is  desirable 
to  be  able  to  use  the  instrument  in  an  independent  mounting  as 

22  This  Bulletin,  11,  p.  169;  1914. 


446  Bulletin  of  the  Bureau  of  Standards  [Vol.  13 

well  as  when  attached  to  a  spectroscope.  Both  the  vacuum  ar- 
rangement and  the  interchangeable  mounting  are  therefore  em- 
bodied in  a  new  design  shown  in  Fig.  8,  which  shows  the  con- 
tainer for  the  thermopile  raised,  thus  exposing  the  spectrometer 
slit,  5.  The  vacuum  container  is  provided  with  a  wide  (12  mm) 
flange  and  the  cover  is  sufficiently  thick  (5  mm)  to  prevent  warp- 
ing, so  that  the  vacuum  is  more  easily  maintained  than  in  the 
design  previously  described.  The  opening  for  admitting  radiation 
upon  the  thermopile  is  covered  with  a  window,  as  shown  in  Fig.  4 
of  the  previous  paper.23  The  lead  wires  of  the  thermopile  are 
brought  out  of  the  container  by  passing  them  through  a  fiber 
bushing  and  attached  to  copper  binding  posts,  as  shown  in  the  pho- 
tograph. A  bit  of  Chatterton  compound  is  applied  at  the  point 
where  the  wires  emerge  from  the  fiber  bushing.  In  this  manner 
it  is  possible  to  easily  produce  an  air-tight  connection  to  the 
thermopile.  * 

In  the  designs  previously  described,  the  heavy  copper  binding 
posts,  which  acted  as  heat  reservoirs,  extended  into  the  containing 
vessel,  and  the  lead  wires  to  the  thermopile  were  attached  on  the 
inside  of  the  receptacle.  In  this  manner  air  currents  could  not 
easily  cause  temperature  fluctuations  in  the  wires.  In  the  present 
design  the  conducting  wires  to  the  thermopile  are  attached,  within 
the  receptacle,  to  heavy  (No.  24)  copper  wires  which  pass  through 
the  insulating  bushing  to  the  heavy  copper  binding  posts,  as 
shown  in  Fig.  8.  Air  currents  across  the  exposed  parts  of  these 
wires  may  cause  temperature  fluctuations  which  may  be  commu- 
nicated to  the  thermopile.  The  exposed  parts  of  these  heavy  lead 
wires  between  the  binding  posts  and  the  container  are  therefore 
covered  with  rubber  tubing  in  order  to  shield  them  from  air  cur- 
rents. The  lead  wires  to  the  galvanometer  are  heavy  "twisted 
lamp  cord,"  as  previously  described. 

23  This  Bulletin,  11,  p.  156;  1914. 
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Fig.  8. — Mounting  for  a  vacuum  thermopile  -which  can  be  attached  to  a  spectrometer 


